e quantitative analysis of target substances is an important part of assessing the toxicity of diverse materials. Usually, the quantitation of target compounds is conducted by instrumental analysis such as chromatography and capillary electrophoresis. If solvents are used in the pretreatment step of the target analyte quantification, it would be crucial to examine the solvent effect on the quantitative analysis. erefore, in this study, we assessed the solvent effects using four different solvents (methanol, hexane, phosphate buffered saline (PBS), and dimethyl sulfoxide (DMSO)) and three toxic compounds (benzene, toluene, and methylisothiazolinone (MIT)). Liquid working standards containing the toxic compounds were prepared by dilution with each solvent and analyzed by gas chromatography-mass spectrometry (GC-MS). As a result, we found that the response factor (RF) values of the target analytes were different, depending on the solvent types. In particular, benzene and toluene exhibited their highest RF values (33,674 ng −1 and 78,604 ng
Introduction
Chemical products that are generally used to clean, sanitize, and disinfect are widely employed in our living environments. However, several of these are known to contain toxic compounds, which can damage the human health and natural environment [1, 2] . Due to their hazardous properties, these chemicals are usually regulated through a toxicology analysis such as safety assessment and toxicity testing [3] . In the toxicity testing, the accurate exposure of target chemicals to experimental animals or cells is important. As such, the stability of target chemicals should first be evaluated and ensured, the latter of which is commonly performed with the use of solvents [4, 5] . In case of the U.S. Environmental Protection Agency, the use of acetone, dimethylformamide (DMF), dimethyl sulfoxide (DMSO), and methanol as solvents is recommended for toxicity tests on aquatic invertebrates [6] .
In general, a variety of solvents have been used to performing toxicity test [7, 8] . For example, in the case of an inhalation toxicity testing, solvents are mainly used for the sample extraction, absorption, and dilution steps. More specifically, if the filter sampling is conducted, the inhalable samples are first collected by filters (i.e., glass, quartz, or Teflon filters), after which the samples loaded on the filters are extracted and diluted by solvents [9] [10] [11] [12] . Solvents are also used as the absorption solution to collect directly the inhalable samples [13] . In contrast, in the case of a cytotoxicity test, solvents are used for the storage and extraction of target analytes from cells [14, 15] . For this purpose, phosphate buffered saline (PBS) has been recommended as a suitable buffer solution to maintain the appropriate pH for cell storage [16, 17] . In addition, DMSO can be used as a sample extractant and cryoprotectant of cultured cells in biochemistry and cell biology [18] .
Reportedly, the calibration results of target compounds can differ depending on the solvent effect due to the use of liquid samples [19, 20] . For example, Campos et al. [21] examined the reaction of an imidazole derivative with organic solvents by analyzing the imidazole samples derivatized from diethyl 2,4-dinitrophenyl phosphate and DMSO or distilled water as a solvent. As a result, they found that the imidazole derivative reaction increases in DMSO and decreases in distilled water, which indicates that the reactivity of derivation is different depending on the solvent type and that the reliability results can affect the quantitative analysis.
In this study, we investigated the solvent effect of toxic compounds in relation to their calibration characteristics. Methanol (MeOH), hexane, PBS, and DMSO, which are commonly used in the chemical and biological analysis, were selected as target solvents, while benzene, toluene, and methylisothiazolinone (MIT) were selected as target analytes (Table 1) . From these, benzene and toluene are generally identified as carcinogenic, as they have the potential to damage the generative functions in humans upon transmission [22] , whereas MIT is commonly known as the main component in humidifier disinfectants. e standard solutions containing the target analytes and solvents were analyzed using a gas chromatography (GC) equipped with a mass spectrometry (MS), which provided the calibration data to assess the solvent effects.
Materials and Methods

Preparation of the Working Standards (WSs).
A total of three target compounds (benzene, toluene, and MIT) and four solvents (MeOH, hexane, PBS, and DMSO) were selected to investigate the solvent effect. WSs of these three target compounds were prepared in the same way using each solvent. Reagent grade chemicals (RGCs) were purchased at ≥95% purity: (1) 99.5% (benzene and toluene), (2) (Figure 1(a) ). Detailed information on the preparation of the WSs is shown in Table 2 .
Instrumental System.
A GC (GC-2010, Shimadzu, Japan) equipped with an MS (GCMS-QP2010 ultra, Shimadzu, Japan) was employed to quantify the toxic compounds in the solvents (Figure 1(b) ). Since the F-WSs contained different solvents, the calibration characteristics of the toxic compounds according to the solvent effects were assessed.
In the analysis, 1 µL samples from the F-WSs were injected into the GC injector (at 250°C) using the autosampler (AOC-5000, Shimadzu, Japan). e target analytes were then transferred to the Rtx-5MS column (diameter: 0.25 mm, length: 60 m, and thickness: 0.25 µm, Restek Corporation, USA) for separation using a carrier gas (He > 99.999%, flow rate of 2.41 mL·min −1 (constant flow)). e oven temperature of the GC was initially set to 40°C for 4 min, after which it was ramped at 15°C·min −1 to 145°C, and finally ramped at 70°C·min −1 to 285°C, thereby giving a total run time of 13 min. e target analytes separated by the GC system were then detected by the MS system. Both the interface and ion source temperatures were set to 250°C.
e target analytes were quantified in a total ion chromatogram (TIC) mode in a mass range of 30-500 m/z. Extracted ion chromatographic (EIC) mode was subsequently applied to the minimized interfaces using significant ions identified from the spectrum of each target analyte (Table 1) . Detailed setting information of the analysis instrument is presented in Table 3 .
Result and Discussion
Calibration Characteristics of the Toxic Compounds According to the Solvent Type.
e calibration results of the target analytes obtained by GC-MS analysis were provided in terms of the response factor (RF, ng
, relative standard error (RSD, %), and limit of detection (LOD, ng) (Table 4) .
Notably, the RF value of each target analyte was different, depending on the solvent type. e obtained RF values were normalized against the highest RF value in the following way: normalized-RF (N-RF) � RF/RF(max) ( Table 4) . Benzene and toluene had relatively high N-RF values (above 0.77) in hexane and DMSO, while in PBS (highly polar solvent), their N-RF values were significantly lower (0.34 and 0.27, respectively). In contrast, MIT exhibited the highest N-RF value in PBS (N-RF � 1), whereas in hexane, the N-RF value of MIT was low (N-RF � 0.12).
e calibration results derived in terms of R 2 and RSD (%) were similar to the patterns observed in the RF values (Figure 2 ). In particular, the R 2 values of benzene, toluene, Journal of Analytical Methods in Chemistryand MIT in MeOH and DMSO were fairly high (>0.99). In MeOH, the RSD values of all target compounds exhibited the best reproducibility (below 6% for all target analytes), while in DMSO, the RSD values were slightly higher (mean RSD (n � 3) � 8.09 ± 2.13%). When PBS and hexane were used as solvents, the R 2 and RSD values of the target compounds differed upon changing the solvent types. In hexane, the R 2 values of benzene and toluene exhibited a strong linearity (>0.96), while that of MIT was low (0.0562). Also, benzene and toluene showed good RSD values in hexane (<5%), whereas MIT had a high RSD (10.6%). In contrast, the RSD and R 2 values when PBS was used as a solvent were contrary to those obtained in the case of hexane. In particular, the R respectively, while the RSD values of benzene and toluene showed low reproducibility with above 14%. e LOD values of all target analytes were below 0.18 ng, which is sufficient to detect the lowest calibration points of all the types of final working standards (F-WSs) ( Table 4) . Based on these results, we concluded that the instrument responsivity and reproducibility of the target compounds differed, depending on their physicochemical properties. Moreover, the responsivity and analytical reliability was found to be especially affected by the solvent type. erefore, in order to achieve an accurate quantitation, it is important to select the solvent by considering the physicochemical properties (i.e., polarity) of the target analytes.
Comparison of Previous Research Data.
Diverse solvents have been previously used in chemical and biological analyses for the pretreatment of target samples and the preparation of standard solutions. In this study, we confirmed that the calibration results were different depending on the solvent type, although the same target compounds were analyzed by the same analytical methods. However, many researchers do not fully consider the solvent effect in their quantitative analyses (Table 5) . For example, Rezende et al. [24] analyzed formaldehyde in bovine milk using high-performance liquid chromatography-ultraviolet/visible (HPLC-UV) by employing ultrapure water as a standard solvent and acetonitrile as a sample solvent. Moreover, Baümler et al. [28] analyzed sugars in sunflower oil samples using HPLC by extracting them with ethanol and subsequently diluting the samples with distilled water. Additionally, a 0.005 N H 2 SO 4 solution was used as a standard solvent. In both of these cases, there could be a quantitative error due to the solvent difference between the standards and samples.
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Furthermore, there are also studies that use the same solvent for both standard and sample preparation. For instance, Lim et al. [25] analyzed ferrocyanide ions using HPLC-UV by employing the same solvent (0.02 M NaOH solution) for the preparation of the standard solution and pretreatment of the sample. In addition, Klimczak and Gliszczyńska-Świgło [27] quantified vitamin C (ascorbic acid and dehydroascorbic acid) using HPLC and ultraperformance liquid chromatography (UPLC) systems by using 10% meta-phosphoric acid solvent to both extract the samples and dilute the standard solutions. In both of these Journal of Analytical Methods in Chemistrycases, the solvent effects could be minimized by using the same solvent for the quantitative analysis.
Conclusion
In order to conduct a toxicity testing, one needs to be able to obtain reliable quantitation data of the target toxic compounds. In this study, we assessed the effect of the solvent type on the quantitative results by analyzing three toxic compounds using four different solvents. Benzene, toluene, and MIT, which are well-known toxic compounds, were selected as target analytes. Liquid working standards of the target analytes were prepared using four different solvents (MeOH, hexane, PBS, and DMSO), which are commonly used for extraction and dilution of sample solutions. ese working standards were analyzed using GC-MS, thereby providing the calibration results of the target compounds according to the solvent type. e solvent effect was then assessed by comparing these results (Figure 3 ). e RF values of nonpolar compounds (benzene and toluene) were the highest (33,674 ng −1 (benzene) and 78,604 ng −1 (toluene)) in nonpolar solvents such as hexane and the lowest (11,286 ng −1 (benzene) and 21,026 ng −1 (toluene)) in the polar solvent such as PBS. Unlike benzene and toluene, MIT had the highest RF value (9,067 ng −1 ) in a polar solvent (PBS), while it dropped dramatically to 1,117 ng −1 in a nonpolar solvent (hexane). Additionally, in MeOH, all target compounds showed fairly good reproducibilities with RSDs below 6% and linearity above 0.99. In contrast, hexane induced a low R 2 value of MIT (0.0562), and PBS led to high RSD values of benzene and toluene (above 14%).
All in all, the results of this study confirmed that the quantitative results were affected by the solvent effect. Since quantitative results can differ depending on the solvent type, it is important to select the solvent by considering the physicochemical properties (i.e., polarity) of the target compounds. In addition, the use of different solvents in the quantitative analysis, such as in the extraction and dilution processes, could lead to difficulties in obtaining reliable quantitative data.
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